Removal of a well-fixed metal-metal hip resurfacing acetabular component.
Well-fixed metal-metal hip resurfacing components are removed for infection, instability, or hypersensitivity reactions. This article presents a technique for removal of a porous resurfacing acetabular component with minimal bone loss.